The Hydra Probe 1 is a relatively inexpensive and widely used soil dock, 2001). The electronic techniques have the added water content (, m 3 m Ϫ3 ) sensor. It measures both the real (ε r ) and imaginary (ε i ) components of the complex soil dielectric constant at advantage that data can be collected nearly continuously 50 MHz. Our objectives were to: (i) determine the accuracy and and either stored on site or transmitted to a computer precision of Hydra Probe dielectric measurements, (ii) establish an via telephone or radio. leads to an underestimation of (e.g., Dirksen and Deviations of measured -ε r from the Topp equation increased in Dasberg, 1993), TDR is generally regarded as the best magnitude with ε i , which may be the key to more general calibrations.
Ϫ3
) is criticommon approach to measuring soil capacitance is that cal for determination of local energy and water when a circuit with a capacitor is subjected to an oscillatbalance, transport of applied chemicals to plants and ing signal, the resultant oscillation frequency is related ground water, irrigation management, and precision to the circuit capacitance which, in turn, is directly refarming. The traditional standard measurement techlated to its dielectric constant. Capacitance devices are nique is gravimetric sampling (Gardner, 1986) , in which designed to effectively make the soil of interest the a sample of soil is physically removed, weighed in the primary dielectric material for a capacitor so that changes field moist condition, and then weighed again after oven in result in changes in the circuit frequency. Empirical drying. Multiplication of the gravimetric water content calibrations are used to relate to measured frequency by the bulk density gives . Alternative methods are (Whalley et al., 1992) . desirable because gravimetric sampling is destructive,
In this paper, we report results from the investigation eventually altering the nature of the site, it is conof the Hydra Probe soil water sensor. The Hydra Probe founded by spatial variability and it requires an on-site differs from most other alternative sensors in that outvisit to collect data. Several nondestructive methods puts from the sensor include bulk soil electrical conduchave been devised to measure and monitor including tivity and temperature (measured with a thermistor), in neutron thermalization (Greacen, 1981) , electrical resisaddition to . The Hydra Probe is better described as tance (Coleman and Hendrix, 1949 ; Spaans and Baker, a soil dielectric sensor than a capacitance sensor because 1992; Seyfried, 1993) , TDR (Topp et al., 1980;  Cassel it measures both components of the complex dielectric constant. This allows for a more direct comparison with 1 Mention of manufacturers is for the convenience of the reader only TDR than is possible with capacitance sensors.
and implies no endorsement on the part of the author or USDA.
The Hydra Probe is currently in widespread use (e.g., the Soil Climate Analysis Network of the Natural Re- It has proven to be robust under a variety of field condiPublished in Soil Sci. Soc. Am. J. 68:394-403 (2004 to better use of these sensors in future field monitoring Downloaded voltage data are then used to calculate ε r , ε i , and programs and will facilitate interpretation of data curtemperature. Calibration equations relating ε r to are supplied rently being collected.
by the manufacturer (Vitel Inc., 1994) .
In this study we performed tests of the Hydra Probe in four
MATERIALS AND METHODS
fluids and four different soils. The soil tests included a wide range of water contents and temperatures. The fluids, which
Sensor Description
have a known ε r , were used to establish the accuracy of ε r The dielectric constant of a material is, in general, complex measurements. A series of KCl solution concentrations was and proportional to the electrical permittivity of the material used to establish the limit of instrument operation in terms of and the permittivity of free space such that . These data also provide information concerning instrument precision independent of any variability introduced by placing the sensors in the soil and having a variable degree of physical
contact. The soil-ε r relationships provide practical information concerning the calibration of these sensors, and, when comand pared with intensively studied high-frequency measurements
of TDR, may lead to the development of more generalized calibration approaches. Temperature effects are also a practiwhere K is the dimensionless complex dielectric constant, ε cal consideration, particularly where large diurnal fluctuations is the electrical permittivity, ε 0 is the permittivity in free space, are apparent. Temperature effects also add information con-ε r is the real component of the complex dielectric constant, ε i cerning the nature of soil water and how low frequency correcis the imaginary component of the complex dielectric constant tions might be established. and i ϭ (Ϫ1) 1/2 . The Hydra Probe measures both ε r and ε i . Heimovaara et al. (1994) and Or and Wraith (1999) showed that, in general, the K a measured with TDR is effectively equal
Tests in Fluids
to ε r , so that the Hydra Probe-measured ε r values are used to Sensor-measured ε r in air, ethanol, butanol, distilled-deioncalculate .
ized water, and a series of KCl solutions was used to determine The effects of frequency dependent dielectric polarization measurement accuracy in known environments and to comand frequency independent electrical conductivity on Hydra pare the variations of individual sensor response in a uniform Probe measurements are indistinguishable and related by the media. For the ethanol and butanol measurements, each senfollowing expression:
sor was placed sequentially into the same media within a 15-min time frame and at least 10 measurements were made.
All measurements were made at room temperature. For the measurements in air, each of the three sensors was suspended where is the electrical conductivity and is the angular in air in an environmental chamber and the air temperature frequency. Hydra Probe-calculated values of are based on was varied slowly from 5 to 45ЊC. This provides an indication Eq. [3] . Another critical parameter, the loss tangent (tan ␦), of sensor accuracy (ε r in air is 1.0), variability among sensors is proportional to the energy dissipation experienced by the and temperature effects on the electronic components. We input voltage and defined as used the following KCl solution molarities to establish the impact of solution conductivity on measured ε r : 0 (distilledtan ␦ ϭ ε i /ε r .
[4] deionized), 0.0005, 0.001, 0.005, 0.01, 0.02, 0.03, 0.04, 0.05, The Hydra Probe design is based on the work of Campbell and 0.1 M. The electrical conductivity of each solution was (Campbell, 1988 (Campbell, , 1990 , who described the theory of operameasured using a conductivity electrode calibrated with stantion. The instrument consists of a 4-cm diameter cylindrical dard solutions. head, which has four 0.3-cm diameter tines which protrude 5.8 cm. These are arranged such that a centrally located tine
Tests in Soils
is surrounded by the other three tines in an equilateral triangle with 2.2-cm sides. A 50-MHz signal is generated in the head Four soils were used. Summit was collected from the top 30 cm of a Lolalita sandy loam soil (coarse-loamy, mixed, and transmitted via planar waveguides to the tines, which constitute a coaxial transmission line. The impedance of the superactive nonacid, mesic Xeric Torriorthent), Sheep Creek was collected from the upper 30 cm of a Searla loam (loamy probe depends on the electronic components and the K of the material between the tines (e.g., soil). The relationship is:
skeletal, mixed, superactive, frigid Calcic Argixeroll) and Foothill was collected from the argillic horizon of a Larimer 25, 15, and 5ЊC. For each temperature test, an additional soil sample of similar water content was included that recorded loam (fine loamy over sandy skeletal, mixed, mesic Xerollic Haplargid). These three soils are common at ongoing study temperature using a calibrated thermocouple. sites. The fourth soil was construction sand with the following distribution of effective particle-size diameters: 16%, 1.0 to RESULTS 2.0 mm; 55%, 0.5 to 1 mm; 22% 0.1 to 0.25 mm; and 7% 0.05 to 0.25 mm. The Summit, Sheep Creek and sand were used
Measurements in Fluids
in a previous study of TDR calibration and application to The average measured ε r at 25ЊC in air, with the 99% frozen soil (Seyfried and Murdock, 1996) .
These soils exhibit a range of properties (Table 1) . Each confidence interval in parenthesis, for Sensor 1 (S1), was packed to a consistent, but different, bulk density, which Sensor 2 (S2), and Sensor 3 (S3) were 1.52 (Ϯ0.01), 1.39
was determined at the end of each measurement from knowl-(Ϯ0.01), and 1.38 (Ϯ0.02), respectively. Although S1
edge of the oven-dry soil weight and the container volume was significantly different from S2 and S3, all three (Table 1 ). Electrical conductivity of the saturated paste extract sensors were highly precise and had a small absolute (Table 1) was measured for each of the soils according to error relative to the known value of 1.0 for air. All three Rhoades (1982) .
sensors had a highly linear response to temperature in , which is the cell filled with soil. The surface was covered with parafilm negligible for most applications. There was a significant to prevent evaporation. The soil was initially oven dry. Disdifference in regressed ε r values at 0ЊC (y intercept)
tilled, deaired, deionized water was added from below similar between S1 and the other two sensors, which resulted to the method described by Young et al. (1997) . Soil water in an ε r about 0.11 greater for S1 over the entire temperacontent was calculated from the known volume of water added ture range. From this data it appears that the sensors within a given time increment. The amount of water added themselves have a statistically significant but practically was determined by continuously monitoring the weight of negligible temperature sensitivity.
water in the source flask, which was placed on a balance.
There was no significant (␣ ϭ 0.01) difference in ε r
Water was pumped into the high hydraulic conductivity sand measured in ethanol among the three sensors tested.
and Summit soils, and siphoned into the low hydraulic conductivity Foothill and Sheep Creek soils. All data were collected
The overall average ε r was 24.5 Ϯ 0.15, which is very and stored on a datalogger. Bulk density was determined at close to the handbook value of 24.3 at 25ЊC (Weast, the end of each trial. This procedure was repeated three times 1986). The overall average ε r measured in butanol was for each soil using a different sensor for each trial.
16.40 Ϯ 0.12, which is slightly lower than the value of Two assumptions are critical to this measurement approach.
16.8 reported by Fellner-Feldegg (1969) . These data for S3. These are slightly high compared with the handSoil water content was calculated from the measured ε r book value of 78.57 (Weast, 1986) . Although there were using different calibration equations. The manufacturer prostatistically significant differences among sensors and vides three calibration equations labeled "sand," "silt," and between the sensors and the standard value, those differ-"clay" to be used in soils dominated by those particle sizes ences were small and represent excellent agreement. (Vitel Inc., 1994 ␦ is about 1.45. It is noteworthy that Topp et al. (1988) found that TDR-measured K a was constant and equal to that of pure water over this range of KCl solution concentrations, which is consistent with other measurements of ε r in solution (Stogryn, 1971) . They also concluded that ε i was much lower than ε r in those solutions when measured with TDR (Topp et al., 1988) . The effect of solution on measured inter-sensor variability of ε i was similar to that observed for ε r (Fig. 1) . We have no independent measure to determine the accuracy of Hydra Probe ε i measurements, but Hydra Probe-calculated is directly proportional to the measured ε i ( Eq. [3] ). Comparison of Hydra Probe-measured with independent measurements shows a pattern of accuracy deterioration with increasing solution (and concentration) similar to that of ε r . Assuming that an accurate calculation of implies an accurate ε i measurement, this indicates that ε i and ε r accuracy are similarly affected by solution .
Soil Water Calibration
For the Summit and sand soils, all three sensors responded almost identically to changes in water content (Fig. 2a,b) . In the Foothill and Sheep Creek soils, S1 and S2 were in close agreement but S3 consistently . An ε r value of 2.8 is close to what was measured the "sand" steeply increasing. The "clay" calibration for all the oven-dry soils and also a reasonable number provided greater estimates of than the Topp equation for mineral soil. In the sand, the Topp-estimated and over most of the range and has an unrealistic shape at measured values converged as increased and were high water contents. generally in close agreement. For the Summit soil, mea-
The "sand" equation described the sand and Summit sured and Topp-estimated values diverged slightly as soils reasonably well but did poorly with the other soils increased, with the discrepancy increasing from about (Table 2 ). This is due to the rapid rise of the curve at 0.03 m 3 m Ϫ3 at oven-dry to about 0.05 m 3 m Ϫ3 near high water contents, which had numerous measuresaturation. For the Sheep Creek soil, measured values ments above 0.33 m 3 m
Ϫ3
. The "silt" equation was closest were about 0.10 m 3 m Ϫ3 less than the Topp-estimated overall to the measured data. This is somewhat misvalues for most of the measurement range and conleading because it overestimated at low values and verged to about 0.05 m 3 m Ϫ3 at high values. The Footunderestimated them at high values. The "clay" curve hill samples were consistently more than 0.10 m 3 m
was the worst overall for every soil. The degree of fit less than the Topp-estimated values after the initial, was poor and the shape of the curve was unrealistic. In much smaller difference. The different responses relageneral, the "sand" calibration is probably the best tive to the Topp equation demonstrate the need for choice for 's ranging from 0 to 0.33 m 3 m Ϫ3 and the silt individual soil calibration equations.
is best if the range of 's increases much beyond that. We evaluated the three calibration equations supplied If an average difference of 0.03 m 3 m Ϫ3 is regarded as by the manufacturer in terms of the average difference reasonably good agreement, only the sand and Summit (absolute value) between the measured and instrumentsoils were well calibrated using any of the tested calibraderived estimate of for all soils ( Table 2 ). The shapes of the three curves are shown in Fig. 3 relative to the tion curves. Temperature Effects from 2.7 to 3.2, and are consistent with reasonable values of ε r of 4 to 5 for mineral soils. The effect of temperature on measured ε r in ovenIn nearly saturated soil, there was considerable variadry soil was positive, just slightly greater than that obtion in temperature response among soils. For the sand, served in air and about the same for all soils (Fig. 4a-d) .
the temperature response was slightly negative. The The 25ЊC ε r values varied slightly among soils, ranging temperature response in the Sheep Creek soil was very slight excepting S3. In the Summit and Foothill soils, Individual sensor precision was high, as indicated by vary considerably between 50 MHz and 1 GHz (Peplinski et al., 1995; Wensink, 1993; Saarenketo, 1998) . Saarenketo (1998), for example, measured ε r at frequencies ranging from 50 MHz to 3 GHz on four different clay samples. In all cases, ε r decreased with measurement frequency between 50 MHz and 1 GHz. The greatest change was for a sample of Beaumont clay (smectitic mineralogy), which, at ϭ 0.5 m 3 m Ϫ3 , decreased from about 64 at 50 MHz to 29 at 1.01 GHz. The smallest ε r decrease was for a kaolinte sample, which decreased from about 27 at 50 MHz to about 24 at 1.01 GHz at the same . Campbell (1990) measured substantial reductions in ε r as measurement frequency was increased from 1 to 50 MHz for some soils. Trends in the data indicated that the decrease in ε r extends sured, which appeared to be near a minimum at 50 MHz.
Consistent with Debye theory of dielectric relaxation the narrow range of measured values, for all conditions (Or and Wraith, 1999; Hoekstra and Delaney, 1974 for except the Foothill and Sheep Creek soils at temperaapplication to soils), observed decreases in ε r with intures Ͼ35ЊC. All three sensors responded practically creasing measurement frequency, sometimes referred identically in the sand and Summit soils. In the Sheep to as dispersion (Campbell, 1990) , are closely associated Creek soil, S3 was substantially lower than the other with relatively high values of ε i and tan ␦. Campbell two. In the Foothill soil, there was a distinct ranking of (1990) showed that dispersion between 1 and 50 MHz sensors with S1 Ͼ S2 Ͼ S3.
was a nonlinear (positive) function of ε i for six of the seven soils he investigated. Wensink (1993) also found DISCUSSION a strong dependency of ε r on ε i , which he called effective conductivity. In the Saarenketo (1998) data, the BeauThese results show that there is a distinct instrument mont clay, which had the greatest dispersion between sensitivity to soil type among the four soils tested, indi-50 MHz and 1.01 GHz, also had the highest ε i , which cating a need for individual soil calibration. In addition, was 67 at 120 MHz with tan ␦ Ͼ 1 (50 MHz ε i was not measured ε r for three of the four soils tested deviated measured). The kaolinte sample, which had the least considerably from the Topp equation. In a previous dispersion, had the lowest ε i (17) and tan ␦ (0.6) at 120 study, we found that the TDR-measured K a -relationMHz among the four samples measured. In all cases, ship for the Sheep Creek, Summit, and sand soils was ε i decreased substantially with measurement frequency in good agreement with the Topp equation (Seyfried and tan ␦ was Ͻ0.5 at 1.01 GHz. and Murdock, 1996) . Although no measurements were Some generalizations that may be drawn from these made on the Foothill soil in that study, other TDR investigations are that: (i) ε r measured at 50 MHz is data collected in relatively high clay content soils (e.g., greater than or equal to that measured at 1 GHz, (ii) Dirksen and Dasberg, 1993) indicate that deviations ε r measured at 50 MHz is more sensitive to variations from the Topp equation are generally smaller and in in soil properties such as clay content and clay type than the opposite direction from what we observed (i.e., for at 1 GHz, and (iii) high ε i and tan ␦ are associated a given ε r , the actual would be greater than the Topp with high dispersion. The implications for Hydra Probe equation value). Thus, although both the Hydra Probe measurements are that they will tend to overestimate and TDR measure soil dielectric properties, they appear if the Topp equation is used, calibrations will be more to measure considerably different values for these soils sensitive to soil type than TDR, and that deviation from except the sand.
the Topp equation will be greatest in soils with high ε i Given the accuracy of Hydra Probe measurements in and tan ␦. fluids, it is likely that measured differences between These generalizations are consistent with our soil calithe Hydra Probe and TDR reflect differences in soil bration results (Fig. 2a-d) . The tan ␦ data shown in dielectric properties at the measurement frequencies of Fig. 5 were generated by fitting polynomial equations the two instruments. The effective TDR measurement to the results from all three sensors to obtain a single frequency, assuming minimal attachments and cable ε r -and ε i -relationship, which was then used to calculength (Logsdon, 2000) is about 1 GHz (Or and Wraith, late tan ␦. The generally slight change in tan ␦ with 1999), which is much greater than the measurement water content except at very low values was similar frequency of the Hydra Probe (50 MHz) or other alterto that observed by Campbell (1990) . The Hydra Probe native electronic sensors. The ε r of water is essentially ε r data collected at 50 MHz exceed Topp equation values constant between 50 MHz and 5 GHz, suggesting that considerably for the Foothill and Sheep Creek soils, measurements made within that frequency range should which had relatively high tan ␦ (Ͼ1). Hydra Probeyield the same result. However, the limited soil dielectric measured ε r values were in slight excess of Topp values data collected in that frequency range indicate that the ε r of soil, and therefore presumably of soil water, may for the Summit soil, which had moderately high tan ␦ values, and the sand, which had very low tan ␦ values, amount of calibration deviation from the Topp equation. However, it is important to note that, with the agreed with the Topp equation very closely. Thus it Hydra Probe, measured values of ε i result from freappears that, in soils with very low ε i and tan ␦, soil quency independent ionic conductivity and frequency water has dielectric properties close to those of pure dependent dielectric relaxation. The two processes inwater, there is little dispersion, and the Topp equation fluencing ε i measurements with the Hydra Probe may applies for a wide frequency range. In soils with high ε i have very different effects on ε r (White et al., 1994) . and tan ␦, soil water has dielectric properties different This issue must be addressed if ε i or tan ␦ measurements from those of pure water, experiences significant dispercan be used to correct the -ε r relationship. sion in ε r between 50 MHz and 1 GHz, and therefore deviates from the Topp equation. This would suggest
Temperature Effects
that it might be possible to correct ε r for loss effects using measured ε i .
In general, temperature effects on soil dielectric propAt this point we have collected insufficient data to erties are complex and related to soil properties such as the amount of bound water, clay mineralogy, and ion establish a quantitative relationship between ε i and the perature without liberation of bound water. Either or both of these mechanisms may have affected the temvalence. These effects are poorly understood, even for perature response for the Sheep Creek and Foothill TDR, and a mechanistic description is beyond the scope soils, which had relatively high clay contents (therefore of this paper. However, some observations can be made potentially high bound water contents) and relatively that may improve the interpretation of Hydra Probe high dispersion. Neither mechanism would appear to data.
apply to the Summit soil, which has low clay content The decline in ε r with temperature observed with the and relatively low dispersion. sand is consistent with the known decline in ε r of pure Another explanation is that increases in ε r are due to water (Weast, 1986) . Pepin et al. (1995) and others have the effects of . Recall that Hydra Probe-measured ε i shown that in sands, TDR measured ε r declines with includes both electrical conductivity and dielectric potemperature can be described using the following simple larization effects. Campbell (1990) showed that increasmixing model attributed to Birchak et al. (1974): ing can effectively increase the measured ε r . Electrical K 0.5
conductivity is strongly effected by temperature, increasing approximately 2% per ЊC (Fenn, 1987) . The where the subscripts s, g and w denote the dielectric constants of the solid, gas, and water phases in soil, Summit, Sheep Creek, and Foothill soils experienced dramatic increases in measured ε i with temperature, respectively, P is the porosity and T denotes temperature. It is implicitly assumed that TDR is primarily a while the sand did not (Fig. 6 ). This could explain the observed increase in ε r with temperature for the Summit measurement of ε r . The functional relationship K w (T) is defined by Weast (1986) as used by others (e.g., Roth soil and Foothill soils and is consistent with the negative temperature effect in the sand. On the other hand, by et al ., 1990; Pepin et al., 1995; Seyfried and Murdock, 1996) . this reasoning the Sheep Creek soil should have increased most with temperature and did not. A straightforward application of Eq.
[7] using values of 4 for K s , 1 for K g , 0.426 for P, and 0.385 for , yields A final consideration when evaluating these data is the instrument accuracy and precision. Recall that revalues of ε r which are in close agreement with those measured with the Hydra Probe in nearly saturated sults in KCl solutions indicated that sensor performance in terms of accuracy and precision deteriorated when sand. For example, calculated values of 22.7 at 5Њ, 21.5 at 20Њ, and 20.5 at 35Њ all agree with those in Fig. 4a solution ε i exceeded about 50 and tan ␦ was greater than about 1.45. For both the Sheep Creek and Foothill soils closely. Thus, temperature effects in sand measured with TDR and the Hydra Probe are similar indicating that those criteria were exceeded at about 35ЊC. In both soils, we also noted a considerable decrease in measurement soil water in sand has dielectric properties similar to those of pure water. This is consistent with the calibraprecision, as indicated by the scatter of data points under those conditions (Fig. 4c,d ). Thus, it is likely that meation results and may be a general feature of soils with low ε r and tan ␦.
surement accuracy in those soils deteriorated somewhat at the higher temperatures. The ε r of the other soils did not decline with temperature. This has been observed in high clay content soils There does not appear to be a single, simple explanation for the observed Hydra Probe temperature rewith TDR (Wraith and Or, 1999) . One explanation is that increasing temperature releases bound water, which sponse in moist soil. Different processes acting simultaneously with contradictory effects on ε r can produce has a relatively low ε r , thus producing an increased bulk ε r (Pepin et al., 1995) . For this explanation, it is assumed variable effects for different soils. Although temperature effects must always be acknowledged, they should that there is no dispersion at the measurement frequency, which may be true at 1 GHz, but, as we have be viewed in the context of the intended application. For example, calculations based on a calibration perseen, may not be true at 50 MHz. Samples with considerable dispersion may experience increases in ε r with temformed at 25Њ for the most temperature sensitive soil we tested (Foothill) would result in theta estimation the Hydra Probe for these soils. Other factors, such as cost, durability, ease of use, measurement volume, errors of ϩ0.03 m 3 m Ϫ3 at 5Њ and Ϫ0.03 m 3 m Ϫ3 at 45ЊC. These errors may be acceptable for many applications installation type (e.g., down-hole vs. wave guide) may be as important as laboratory tests of accuracy and preciand would be smaller for the other soils we tested.
sion. These data, should, however, provide valuable insight into the performance of the Hydra Probe sensor.
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␦ Ͻ 1.45. Soil ε r and were highly correlated for each of the four soils tested, but ε r -relationship (calibration) REFERENCES varied among soils. None of the three calibration equations supplied by the manufacturer effectively described Birchack, J.R., C.G. Gardner, J.E. Hipp, and J.M. Victor. 1974. High dielectric constant microwave probes for sensing soil moisture.
the measured data. However, the sand ε r -relationship was well described by the Topp equation, as it was with Campbell, J.E. 1988. Dielectric properties of moist soils at RF and TDR in a previous study (Seyfried and Murdock, 1996 
